[Endoscopic ligation in the prevention of hemorrhage after polypectomy: our experience].
The Authors report their experience with the use of the Olympus Endoloop HX-20L for the prevention of haemorrhages after endoscopic polypectomy. They emphasize the utility of this therapeutic device that will find its right application only in a well selected group of patients.